Objective: During endovascular aneurysm repair (EVAR), severely tortuous aortoiliac anatomy can alter the deployment and conformability of the endograft. The accuracy of treatment length measurements is commonly recognized to be affected by severe tortuosity. However, the exact mechanism of the postintervention length discrepancy is poorly understood. The objective of this study was to determine the mechanism of how severe aortoiliac tortuosity influences the endograft and native aorta during EVAR and its impact on the distal sealing zone.
Advanced preoperative imaging and three-dimensional (3D) reconstruction software have allowed accurate anatomic measurements for endovascular aneurysm repair (EVAR). Center lumen line measurement using 3D software can accurately predict the treatment length (from the lowest renal artery to the hypogastric artery) that is within 5 mm of actual length. [1] [2] [3] However, the accuracy of treatment length measurement decreases with an increase in aneurysm tortuosity. [1] [2] [3] Increased tortuosity of aneurysms has also been shown to increase graftrelated complications, such as type I endoleak, migration, limb thrombosis, and kinking. [4] [5] [6] [7] The treatment length shortening in tortuous anatomy is a commonly recognized phenomenon; a previous study by Lee et al demonstrated shortening by >15 mm after EVAR in aneurysms with severe aortoiliac tortuosity. 3 Whether the native aneurysm is shortened alone or in conjunction with or without change in endograft length is unclear. If the aneurysm is shortened alone, there is a risk of hypogastric artery coverage because of overestimation of the endograft length. On the other hand, if the endograft also is shortened, it may lead to an inadequate length for complete distal sealing. The objective of this study was to better understand the mechanism of treatment length shortening in aneurysms with severe aortoiliac tortuosity and its effect on endograft length.
METHODS
A retrospective review of a prospectively collected database was performed to identify all consecutive patients who underwent elective EVAR for infrarenal abdominal aortic aneurysm using Endurant I or II endograft (Medtronic Cardiovascular, Santa Rosa, Calif) from 2008 to 2014. The study did not anticipate a difference in endograft-specific conformability between Endurant I and Endurant II, given identical designs with nitinol Correspondence: Sajjid Hossain, MD, 800 Commissioners Rd E, Rm E2-121, London, Ontario N6A 5W9, Canada (e-mail: shossa27@uwo.ca).
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http://dx.doi.org/10.1016/j.jvs.2016.09.041 stents in both models. The Society for Vascular Surgery standard reporting practices were used for determining iliac and aortic angles. 8 Severe aortoiliac tortuosity was defined as having either the aortic bifurcation angle or the common iliac artery (CIA) angle <90 degrees. Because the Endurant endograft can be used as a twopiece system, the study isolated patients with or without the use of extension on the main body side. An iliac extension to the main endograft would preclude accurate measurement of the total endograft length because of the overlap between the endografts. Preoperative and postoperative contrast-enhanced computed tomography (CT) images were processed in Digital Imaging and Communications in Medicine format and imported to Aquarius 3D Workstation (TeraRecon, San Mateo, Calif). Subsequently, all anatomic measurements were performed using the 3D reconstruction images and automatically generated center lumen line. When the automatic generation of center lumen line led to significant errors at certain points, these points were manually edited. The treatment length was measured from the lowest renal artery to origin of hypogastric artery. All the endografts were then preselected by the operating surgeon. All EVAR procedures were performed by vascular surgeons, and digital subtraction angiography was used intraoperatively to confirm patency of iliac vessels and to exclude the presence of endoleak. The positions of the renal and internal iliac arteries were noted by roadmapping after the initial digital subtraction angiography run. The study did not use a marker catheter during EVAR to measure treatment length because it has been shown to be less accurate than using the centerline measurements. 9, 10 In fact, marker catheters tend to travel along the lesser curve of tortuosity and take a shorter path compared with the endograft device.
11
All the anatomic measurements for this study were performed by one author (K.L.). Patients underwent postoperative CT imaging follow-up with intravenous administration of contrast material at 1 month, at 6 months, and annually thereafter. Post-EVAR treatment lengths were measured at the first postoperative CT scan.
Information relating to patient demographics, including comorbidities, secondary procedures, and postoperative complications and mortality, was gathered from hospital and clinic charts. Given the retrospective nature of our study, patient consent was not obtained as many were deceased and lost to follow-up. The study was submitted for ethics and approved by the local Institutional Review Board.
Statistical analysis for categorical variables was carried out with Fisher exact test and continuous variables were compared using t-tests, with a P < .05 indicating statistical significance. All statistical tests were performed with IBM SPSS Statistics (version 20.0; IBM Corp, Armonk, NY).
RESULTS
As shown in Fig 1, we identified 469 patients who underwent EVAR with the Endurant graft, and 171 patients (37%) were found to have severe aortoiliac tortuosity. After exclusion of patients who had the main body placed in a nontortuous side and those with iliac extension on the main body side, a total of 28 patients were identified. The study then further excluded 11 patients for the lack of preoperative contrast-enhanced CT (4), for no follow-up CT (3), or with ballerina configuration (4). Ballerina configuration was defined as crossing of the limbs of the bifurcated abdominal aortic endograft.
Ballerina configuration grafts were excluded as all preoperative measurements were based on non-ballerina configuration, and changing the orientation of the short limb leads to length that is unaccounted for in the aneurysm sac. Fig 2 shows an example of severe tortuosity at the aortic bifurcation and CIA.
Most of the study patients were male (94%) with a mean age of 75 6 6 years ( Table I ). The mean abdominal aortic aneurysm diameter was 56 6 4 mm (Table II) . The majority of patients (88%) had severe angulation in the CIA and the rest had severe tortuosity at the aortic bifurcation. There was only one patient who could have achieved a minimum seal in the CIA proximal to the area of severe tortuosity with a landing zone of 26.6 mm. That patient had a total left CIA length of 57 mm. The mean distance from the iliac bifurcation to the area of tortuosity was 13 6 6 mm. The mean angulation for severe tortuosity was 86 6 7 degrees and 87 6 6 degrees in the CIA and aortic bifurcation, respectively. A summarized comparison of the endograft length, treatment length, and angulation before and after EVAR is presented in Table III . The mean length of the main body before EVAR was 169 mm and had significantly shortened to 147 mm after EVAR (P < .01). The treatment length of the aneurysm also significantly shortened after EVAR from 179 mm to 170 mm (P < .01).
The maximum angulation of severe tortuosity also ARTICLE HIGHLIGHTS Take Home Message: In 17 patients with severe aortoiliac tortuosity, the length of the main body endograft shortened by 2.2 cm after endovascular aneurysm repair (P ¼ .001). The maximum angulation of the tortuosity lessened by 28 degrees (P < .01).
d Recommendation: The authors propose that severe aortoiliac tortuosity shortens the endograft by overlapping of fabric between the metal struts and suggest using a main body or limb that is 5 to 10 mm longer than measured preoperatively.
lessened by 28 degrees (P < .01). An analysis of the nontortuous side showed no significant change in the treatment length (P ¼ .859). Similarly, the angulation did not change significantly in the nontortuous side after EVAR (P ¼ .195).
Intraoperative endoleak occurred in 47% of the patients, with the majority classified as type II endoleaks (Table IV) . One patient had unplanned hypogastric artery coverage during EVAR. This patient had severe CIA tortuosity with pre-EVAR treatment length of 123 mm. The main body placed was 145 mm and resulted in coverage of the hypogastric artery on that side. In the immediate postoperative period, the patient did not develop any symptoms from coverage of the hypogastric artery, nor did he have a type II endoleak on follow-up imaging. There was no in-hospital mortality or reintervention.
The study patients were observed for a mean length of 27.8 months (range, 2-57 months; Table V) . During the follow-up, 18% of patients had endoleaks, all of which were type II. One patient required glue embolization of lumbar arteries without any complication at 3 years after operation for a persistent type II endoleak with a sac enlargement. Three patients died during the follow-up period as a result of sepsis from a respiratory source, cancer, and an aortoenteric fistula from diverticulitis. The last patient represented the sole graftrelated complication. There was no other case of graft thrombosis, migration, or conversion to open surgery noted during the follow-up period.
DISCUSSION
The study was conducted to determine the primary contributor to shortening of the treatment length after EVAR in patients with severe aortoiliac tortuosity. Prior studies have identified severe tortuosity as the main predictor of post-EVAR shortening; however, the exact mechanism was not known. [1] [2] [3] This study found a significant difference between pre-EVAR and post-EVAR treatment lengths of 9 mm in patients with severe aortoiliac tortuosity. Previous studies have reported a decrease in treatment length in similar range. [1] [2] [3] The endograft length was measured separately from treatment length in this study, which showed shortening of 22 mm after EVAR compared with length before EVAR. This difference represents more than two stent struts in the Endurant endografts and exceeds minimal distal overlap distance required per instructions for use. 12 In contrast, this study did not see any change in the treatment length or endograft length on the nonsevere tortuosity side. Moreover, our study showed a decrease in aneurysm tortuosity after EVAR, in which the most severe angulation changed from 86 degrees to 114 degrees. This shows that the native aorta straightened because of stiff endograft placement. This effect may explain why an unplanned iliac limb extension is frequently required during EVAR in patients with increased tortuosity. 9 The proposed mechanism of endograft shortening is depicted in Fig 3. We hypothesize that the overlap of fabric between metal stent struts occurs at severe angulation. Therefore, the total endograft length shortens during the deployment process. This study highlights the importance of recognizing severe aortoiliac tortuosity in preoperative treatment length measurement. Fig 4 demonstrates a change in aneurysm after EVAR in which angulation has lessened and endograft has shortened because of overlap of fabric.
Current endografts are restricted to manufactured preselected sizes. Therefore, vascular surgeons are often faced with selecting either slightly shorter or longer endograft lengths compared with the pre-EVAR measurements. On the basis of this study, surgeons may consider choosing a longer main body or limb (>5-10 mm) for aneurysms with more severe aortoiliac tortuosity. It is inadvisable to choose a length longer than 15 mm, demonstrated by the observation of one hypogastric coverage in which a >15-mm length was used. An awareness of endograft shortening in severe aortoiliac tortuosity as shown in this study should lead to Values are reported as mean 6 standard deviation. Intraoperative internal iliac artery occlusion 1 (6) In-hospital mortality rate 0
In-hospital reintervention rate 0 a At distal seal zone, resolved after repeated balloon angioplasty. improvement in graft selection and decreased frequency of requiring unplanned limb extensions. Iliac extensions introduce an additional graft junction, potential for type III endoleak, and additional costs to the procedure. 13 Consistent with our previously published data, our study defined severe aortoiliac tortuosity as the infrarenal aorta angle, aortic bifurcation angle, or CIA angle <90 degrees. 3 This allows an identification of tortuosity based on factors affecting conformability rather than device implantation. Other studies have reported the iliac tortuosity index, which accounts for only the most acute angle from the common femoral artery to the aortic bifurcation. 8 We include an additional angle by describing both the aortic bifurcation and CIA, both of which specifically affect endograft conformability.
The study has several limitations. First, it was a retrospective study that requires confirmation of study findings prospectively. Given its retrospective design, only adjunctive maneuvers described in the operative note were accounted for. It is unclear if the vascular surgeons used adjunctive maneuvers, such as pushing up on the graft during deployment of the ipsilateral limb if it appeared long. Second, the Endurant was the only endograft evaluated in this study because other endografts used in our medical center require a three-piece design. The two-piece system was used as it is difficult to accurately calculate the graft length once an extension in the ipsilateral side is applied, given variable lengths in component overlap. Previous studies have shown similar shortening effect in Gore Excluder (W. L. Gore & Associates, Flagstaff, Ariz) and Cook Zenith and Spiral Z (Cook Medical, Bloomington, Ind) systems. 1, 3 Another limitation of our study is that
given its retrospective nature, we were unable to determine simply from the operative notes how many of excluded ipsilateral extensions in severe tortuosity were planned beforehand. A final limitation of the study is the sample size of 17 from the 469 consecutive patients who underwent EVAR using the Endurant system. This small sample size is reflective of the specific inclusion criteria that were required for our study to determine whether changes in the graft or native aorta led to shortening after EVAR. Operators often choose to deploy the main body in the less tortuous anatomy as the unpredictability of treatment length on the ipsilateral side has been poorly understood. To allow study of this precise phenomenon, we have specifically chosen patients with ipsilateral main body deployment. Moreover, the current study is one of the few that provides a crucial explanation of treatment length shortening. We employ a robust methodologic approach to determine whether native aorta vs endograft shortening is the driving factor, a topic that has been overlooked in the literature. Given the local volume of aortic interventions, a generous sample size of patients undergoing Endurant graft placement was identified to subsequently discern patients with severe aortoiliac tortuosity.
CONCLUSIONS
Our results demonstrate significant shortening of both treatment length and endograft length after EVAR with an Endurant graft in patients with severe aortoiliac tortuosity. The study quantifies the treatment length shortening and is the first to provide a rationale for the mechanism. Further studies are required to understand mechanistic effects of endografts in tortuous anatomy models and whether this shortening occurs in all endografts. An anticipation of this shortening effect should lead to proper distal fixation selection. This study's findings suggest that for patients with severe aortoiliac tortuosity, the selection of an endograft with a longer main body ipsilateral limb or a shorter body with an iliac extension should be made to achieve adequate distal fixation. 
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